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REQUIREMENTS FOR ORTHOPAEDIC IMPLANTS 

PART 10 ULTRA-HIGH MOLECULAR WEIGHT POLYETHYLENE, POWDER FORM 

( ISO Title : Implants for Surgery— Ultra-High Molecular Weight 
Polyethylene ~ Part 1 : Powder Form ) 



National Foreword 

This Indian Standard (Part 10), which is identical with ISO 5834/1-1985 'Implants for 
surgery ^^ Ultra-high molecular weight polyethylene — Part 1 : Powder form' issued by the 
International Organization for Standardization ( ISO ), was adopted by the Bureau of Indian 
Standards on the recommendations of the Orthopaedic Instruments and Accessories Sectional 
Committee and approval of the Consumer Products and Medical Instruments Division Council. 

In the adopted standard, certain terminology and^conventions are not Identical with those 
used in Indian Standards; attention is particularly drawn to the following; 

Comma ( , ) has been used as a decimal mark while in Indian Standards the current practice 
is to use a point ( . ) as the decimal marker. 

Wherever the words 'International Standard' appear, referring to this Standard, they should 
be read as 'Indian Standard'. 
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1 Scope and field of application 

This part of ISO 5834 specifies the requirements and cor- 
responding test methods for moulding material in powder form 
made from ultra-high molecular weight polyethylene 
(UHMWPE) for use in the manufacture of surgical implants. 

It does not apply to finished products. 



2 References 

ISO 3856/5. Paints and varnishes — Determination of 
"solubie" meta/ content — Part 5 : Determination of hexa- 
vaient chromium content of the pigment and extender portion 
of the paint — Diphenylcarbazide spectrophotometric method. 



ISO 3451/1, Plastics - 
General methods. 



Determination of ash — Part 1 : 



ASTM D 1601, Standard test method for dilute solution vis- 
cosity of ethylene polymers. '* 

ASTM F 648, Standard specification for ultra-high-molecular- 
weight polyethylene powder and fabricated form for surgical 
implants. '^^ 



3.2 tensile stress (<r) : The quotient of the forced* applied by 
the added weight, decreased by the buoyancy, and the original 
cross-sectionat area of the web of the specimen. 

NOTE — The very small mass of the lower clamp shoe is neglected. 



4 Classification 

The material shall be classified as Type A or Type B in accord- 
ance with the limits of contamination as given in 7.1. 



5 Manufacturing requirements 

The material shall consist of homopolymer prepared by the 
polynrrerization of pure ethylene using either the Ziegler process 
or the Philips process. 

The powdered material supplied for each order shall be iden- 
tified by batch or lot numbers. 

NOTE — "Batch" or "lot" refers to the material for which testing'has 
been carried out and for which discrete records are kept. 



3 Definitions 

For the purpose of this part of ISO 5834, the following defini- 
tions apply. 

3.1 flow vafue (150/10) : The tensile stress in newtons per 
square millimetre necessary to elongate the length of the web 
of the specimen in a suitable medium (for example glycerin} at 
150 **€ by 600 % in 10 min when the test is in accordance with 
annex^A. This flow value is designated "F (150/10)" 



6 Flow properties 

For both Type A and Type B material, either the flow value 
F (150/10) determined in accordance with 8-1 and annex A, 
shall be not less than 0,2 N/mm2 or the relative solution 
viscosity determined in accordance with 8.2 and annex B shall 
be not less than 1,95. 

NOTE — Compliance with either of the above test requirements in- 
dicates satisfactory polymer molecular weight. 



^) These refefer>ces will be replaced by references to appropriate International Standards when the latter become available. 
2) Calculated by muHipJying !He mass fcy |he acceleration of free fall equa* to 9,81 m/s'^. 
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7 Limits of contamination 

7.1 Ash and trace elements 

The amount of ash, titanium, aluminium, calcium, chlorine, 
chromium and zirconium shall not exceed the respectrve 
maximum quantities specified in the table. 

Table — Maximum ash and trace elements permitted in 
UHMWPE moulding powders for surgical implants 



Contaminant 


Maximum quantity 
pafmittad 

rng/kg ippm) 


T oat tna^Uioo accerd - 
tnt to «fb-elaMaa 


Type A 


TypeB 


Ash 

Titanium 

Aluminium 

Calcium 

Chlorine 

Chromium 

Zirconium 


t50 
20 
40 
50 
20 
<1 
<1 


300 

ISO 

50 

100 
90 
<1 
<1 


8.3 
B4 

8.4 
8,4 
8.4 
8.4 

8.4 



7.2 Particulate matter 

When the material is tested in accordance with 8.5, there shall 
be not more than 10 particles of contaminant found per 300 g 
of rrioulding material 



8 Methods of test 

8.1 Flow value 

The flow value F (150/10) shall be determined in accordance 
with annex A. 

8.2 Relative solution viscosity 

The relative solution viscosity shall be determined in ac- 
cordance with annex B using a 0,05 % solution of the material 
in decalin at 135 °C. ''^'■ 

8.3 Ash content 

The ash content shall be determined in accordance with 
ISO 3451/1 performing duplicate tests on each of two test 
specimens. 

8.4 Trace elements 

The amount of chromium shall be determined in accordance 
iftffth ISO 3856/5. The amounts of the other trace elements 



listed in the table shall be determined in accordance with 
ASTM F 648. 

8.5 Particulate matter 

Mix four test portions of 75 g of the moulding material, each 
with 400 ml of propan-2-ol, in four 1 000 ml conical flasks. 
Shake each flask until the powder is thoroughly dispersed. Five 
minutes after cessation of shaking, examine the flasks with nor- 
mal or corrected vision and count the nun^er of particles that 
settle to ^>e bottom of each flask. 



9 T#st certificate 

The supplier sha» fumi^ with each deiivery a test certificatt 
signed by a cMy authorized representative of the supplier 
stating conformance with the requirenr^its of this Interr^ational 
Star>dard. In this certificate the results of the tests conducted 
shall be stated. The test certificate shall include the following 
information : 

a) purchase order number; 

b) the number of this International Standard 
(ISO 5834/1); 

c) batch or lot number; 

d) test values according to the appropriate clauses of this 
International Standard; 

el statenwnt of powder type, i.e. Type A or Type B; 

f) date(s) of test. 



10 Labelling 

Each package of moulding material shall be clearly marked with 
the following information : 

a) manufacturer's name or trademark; 

b) description of contents, i.e. UHMWPE moulding 
powder; 

cl batch or lot number; 

dl mass of the contents; 

e) purchase order number; 

f) the number of this International Standard (ISO 5834/1). 
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Annex A 
Method for determining the flow value of UHMWPE moulding material 

{This annex forms part of the standard.) 



A.1 Scope and field of application 

This annex specifies a nnethod for determining the flow value 
of UHMWPE moulding material in powder form. 

NOTE — The meit flow index cannot be determined for this material 
because of its ultra-high molecular weight. 



A.2 Principle 

Six test specimens are prepared from a compression moulded 
plate. The time taken to elongate the web of the test specimen 
600 % at 150 °C is determined under various loads increasing 
from no to 300 gf from the first test to the sixth. 



A.3 Test apparatus and material 

A. 3.1 3CXX>ml glass beaker (T) ^ of diameter approxi- 
mately 150 mm and height approximately 200 mm. 

A. 3.2 Heating fluid (ig) (glycerin is suitable} to fill the 
beaker fA.3.1). 

A,3.3 Suitable external (g) (plate) and internal (d) 

(annular or imrrversion) heaters. 

A.3.4 Contact thermometer (a) 

A. 3. 5 Perforated plate (s) to fit near the bottom of the 
beaker (A. 3.1). 

A. 3. 6 Mercury-in-glass thermometer (s) graduated in 
intervals of 0,5 °C, suitable for measuring temperatures within 
the range 148 to 152 °C. 

A, 3.7 Stand (?) and clamps for supporting the spe- 
cimen holder(s) (A. 3. 8). 



A. 3. 8 Specimen holder (s) 

figure 3 with arresting device (^i) 



in accordance with 



A.3.9 Set of weights (id) of masses 110, 130, T60, 200, 
250 and 300 g {m^, rrt2, m^, ^a* ^b ^^^ '"e respectively) with 
hooks for susp>ension from the specimen holder (A. 3. 8) such 
that the height of the weights inclusive of hooks is uniform and 
equal to 41,5 mm. 



A.3.10 Stopwatch, accurate to 0,1 s. 

A. 3. 11 Measuring instruments, accurate to 0,02 mm, for 
measuring the widths and thicknesses of test specimens (s) 
in the web region. 



A. 4 Test sample 

A representative sample sufficient for the tests to be carried out 
shall be taken from the moulding powder under test. 



A, 5 Preparation of test specimens 

A.5.1 Introduction 

Test specimens are punched from compression moulded plates 
prepared in accordance with A. 5. 2. 

A.5.2 Compression moulding of the plates 

A. 5.2.1 Equipment and materials 

A.5.2.1.1 Hydraulic laboratory press, -caoable of being 
heated and cooled to provide the moulding conditions specified 
in A.5.2.2.2- 

A.5.2.1.2 Compression mould, of inside diameter ap- 
proximately 140 mm. 

A.5.2. 1 .3 Aluminium foil of thickness approximately 
0,2 mm. 

A. 5.2.1. 4 Stabilizing compound ; 2-mercapto- 

benzimidazole (C6H4NKC(SH(1, 1 mol/l solution. 

A.5.2.2 Procedure 

A.5.2.2.1 Thoroughly mix the test sample of moulding 
powder with 0,2 % {mint) of the stabilizing compound. 

NOTE — This addition should prevent cross-linking. 

A.5.2.2.2 Line the compression mould (A. 5. 2. 1.21 with the 
aluminium foil (A. 5.2. 1.3) and fill the mould with sufficient* 
moulding powder to produce a moulded plate of thickness 
<1,5 mm. 



li The encircled numbers of clause A.3 relate to the lest arrangement shown diagrammaiically in figure 2. 
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A.5.2.2.3 Using the laboratory press (A. 5.2. 1.1), prepare a 
plate by subjecting the filled mould to the following condi- 
tions : 

— pressure (during heating and cooling) 10 N/mm^; 

— temperature {during sintering) 200 ^C; 

— time of sintering 30 min; 

— cooling time 10 to 20 min. 

A.5.3 Punching out of the test specimens 

From the moulded plate, punch out at least six test specimens 
conforming to the dimensions given in figure 1. 

A. 6 Procedure 

A. 6.1 Measurement of web cross-sections 

The width and thickness of the web of each of six test 
specimens shall be measured and recorded to the nearest 
0.02 mm. 

A. 6.2 Determination 



A.6.2.1 Fill the beaker {A.3.1) 
temperature to 150 ± 2 °C. 



with glycerin and raise the 



A. 6.2.2 Clamp one of the test specimens in the holder (A. 3. 8) 
jBs shown in figure 3, hook the m^ weight (see A. 3.9) to the 
holder and suspend the specimen and weight in the heating 
fluid as shown in figure 2 with the holder arrested by the ar- 
resting device so that'^the specimen is not loaded by the weight; 
ensure that the b3se of the weight is 90 mm above the per- 
forated plate (A. 3. 5). 

A;6.2.3 Five minutes after the specinr>en has entered the 
heating fluid, free the holder from the arresting device and 
simultaneously start the stopwatch (A. 3.10). 

A. 6. 2. 4 At the moment that the descending weight touches 
the perforated plate lA.3.5), stop the watch and record the 
time taken for the 600% elongation of the web of the 
specimen. 

A.6.2.5 Repeat the determination described in A.6.2.1 
to A. 6. 2. 4 inclusive using in turn each of the m2, m^. ^a. W5 
and wg weights. 

NOTE — Elongation of the test specimens does not take place at con- 
stant speed. This pnenomenon is shown diagrammattcally in figure 4. 



The curve shows that elongation is accelerated as the 600 % 
elongation point is approached. 

A. 6. 3 Number of tests 

Six tests are performed on six test specimens provided from the 
one plate. 



A.7 Expression of results 

For each six separate determinations, the tensile stress Gi, 
expressed in newtons per square millimetre, is given by the 
equation 



Gi =■ 



where 



m, X 9,81 

b, X Si 



mi corresponds to mass m^, mi m^ in grams; 

bi corresponds to width 6^ 62 b^ in millimetres, of 

the web of the specimen; 

S, corresponds to thickness Sv S2, ... ; Sg, in millimetres, 
of the web of the specimen. 

Using a log/log scale plot the tensile stresses for the six 
specimens against their corresponding times of 600 % elonga- 
tion recorded in A. 6. 2. 4 and A.6.2.5. 

NOTE — The six points plotted should lie on a straight line. An unaue 
amount of scatter will indicate that paaiai cross-linking has occurred m 
the test specinr>ens. In such a case further specimens will need to be 
prepared using an increased amount of stabilizer (see A. 5. 2. 2.1/. and 
the whole procedure repeated. 

Draw a line through the points and from this graph read off the 
tensile stress corresponding to an elongation period of 10 min 
[F 1150/10)1. 



A.8 Test report 

The test report shall include the following information : 

a) identification of the UHMWPE moulding powder tested 
including reference to type; 

b) flow value F {150/101 in newtons per square millimetre; 

c) details of any departures from the standard method 
specified herein; 

d) date of test. 
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Rgure 1 — Specimen 
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Figure 2 — Schematic diagram of the apparatus for 
determining the flow value 
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Dimensions in miliimetres 
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Figure 3 ~ Specimen holder 
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Figure 4 — Typical temporal curve of the elongation (schematic diagram) 
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Annex B 

Method for determining the relative solution viscosity of UHMWPE 

moulding material 

(This annex forms part of the standard.) 



B.I Scope and field of application 

This annex specifies a method for determining the solution 
viscosity ratio of UHMWPE moulding material in powder form. 



B.4.3 Xylene, chemical grade, 

B.4.4 Cleaning solution : sulphuric acid-potassium 
dichromate mixture. 



B.2 Principle 

The moulding powder is dissolved in decaiin (0,05 g/100 ml) at 
150 **C, and the viscosity of the solution measured at 135 '^C 
using a Ubbeiohde No. 1 viscometer. This viscosity is com- 
pared with the viscosity of the solvent itself determined under 
similar conditions. 



B.3 Apparatus 

B.3.1 Distillation apparatus (a suitable apparatus is 
described in ASTM D 1601). 

B.3.2 Viscometer, Ubbeiohde No. 1, having a known 
kinetic energy correction. 

B.3. 3 Vacuum drying oven. 

B.3.4 Microscope slide cover slip. 

B*3.5 Burette, of capacity 100 ml, graduated in intervals of 
0,1 mi. 

B.3.6 Conical flask, of capacity 250 ml, fitted with a glass 
stopper. 

B.3. 7 Vacuum aspirator. 

B.3. 8 Water bath, a constant temperature bath, capable of 
being controlled at 135 ± 1 °C. 

B.3. 9 Hot ptate with magnetic stirrer. 

B.3. 10 Glass funnel with heating mantle. 

B.3.11 Stopwatch, accurate to 0,2 s. 

B.3. 12 Analytical balance. 

B.4 Reagents and materials 
B.4.1 Decahydronaphthalene tdecalin). 
B.4.2 Phenyl-/l-naphthylamjne, 



B.4.5 Acetone. 

B.4. 6 Source of dry nitrogen. 

B.5 Test sample 

A representative sample sufficient for the test to be carried out 
shall be taken from the moulding powder under test. 

B.6 Procedure 

B.6.1 Decaiin preparation 

Distil approximately 200 ml of decaiin (B.4.1) in accordance 
with ASTM D 1601, and add 0,2 % of phenyl-y5-naDhthylamine 
(BA2). 

B.6. 2 Cleaning the viscometer 

Clean the viscometer (B.3.2) thoroughly with the dichromate 
cleaning solution (B.4.4), wash several times with distilled 
water, rinse with acetone (B.4.5) and purge with dry nitrogen 
iB.4.6). 

B.6.3 Preparation of solution in decaiin 

Dry the test sample of UHMWPE powder in the vacuum oven 
IB.3.3) for 2 h at 60 °C. Weigh a test portion of the dried 
powder amounting to 35 to 43 mg on to the slide cover slip 
(B.3.4). Using the burette (B.3. 5), transfer the decaiin at room 
temperature into the conical flask (B.3. 6), the transferred 
volume in millilitres being equal to 1,8 times the mass of test 
portion in milligrams; for example for a 36 mg test portion of 
UHMWPE, 64,8 mi of decaiin ir measured into the flask. Heat 
the decaiin, while stirring, to 150 °C. Then drop into the flask 
the test portion of UHMWPE and its slide cover slip. Continue 
stirring at 150 **C for 1 h. 

B.6.4 Determination of viscosity 

Place the cleaned viscometer in the constant temperature bath 
(B.3. 8), fill with decaiin, and allow it to come to thermal 
equilibrium at 135 ± 1 °C. Determine the flow time of the sol- 
vent. Remove the decaiin with the vacuum aspirator {B.3. 7) 
and wash the viscometer with 200 ml of warm (110 to 120 "O 
xylene (B.4.3). Remove with suction and aspirate with dry air or 
nitrogen to dry the viscometer (2 or 3 min). Ensure that the 
whole viscometer is dry. 
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Meanwhile, place the flask of polymer solution in the 135 °C 
bath (B.3-81 and allow it to equilibrate. Transfer sufficient soU 
ution to fill the viscometer to the mark {see note 1} and deter- 
mine the viscosity of the solution. 

NOTES 

1 Filling of the viscometer is made easier by the use of the glass fun- 
nel warmed with a heating mantle (B.3.10), This helps to prevent the 
UHMWPE from precipitating. 

2 Between each usage, clean the viscometer as described above. The 
viscometer will require the use of the cleaning solution (B.4.4) when 
unused over prolonged periods < overnight, etc). 



B.6.5 Expression of results 

The solution viscosity ratio is given by the equation 



c 



where 



viscosity ratio = 



(q is the flow time of the solvent at 135 °C; 

/g is the flow time of the solution at 135 °C; 

c is the kinetic energy correction constant for the par- 
ticular viscometer used. 



B.7 Test report 

The test report shall include the following information : 

a) identification of the UHMvVPE mouiding powder tested 
including reference to Type; 

b) solution viscosity ratio; 

c) details of any departures from the standard method 
specified herein; 

d) date of test. 
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